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Abstract 
Thin and semithin sections were extensively 
examined by the secondary electron (SE) detector 
in a conventional scanning electron microscope 
(SEM), and in a transmission electron microscope 
with a scanning attachment (STEM). Various para-
meters, in particular the beam voltage, were 
shown to affect the final SE image (SEI). As for 
SEM observation, a surface contrast was imaged 
at low primary electron (PE) voltages (0.6-2 kV), 
whereas a subsurface contrast predominated at 
higher energies (15-30 kV). In STEM, significant 
differences were not detected by varying the PE in 
the 20-100 kV range. Surface and subsurface in-
formation was simultaneously imaged even though 
the SEI were better resolved at the highest 
energy. 
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Introduction 
In electron microscopy all information 
obtained from a specimen has its origin in the 
electron beam-specimen interaction. Modification 
of the electron beam or radiation produced by 
this interaction can be interpreted as specimen 
structure or topography (transmitted electrons, 
secondary electrons) and composition (backscat-
tered electrons, X-ray photons). 
Whatever the signals are, they can be collected 
in a scanning electron microscope (SEM) by using 
different detectors thus providing well contra-
sted images. The most common and widely used 
detector in scanning electron microscopy is the 
Everhart-Thornley scintillator/photomultiplier 
secondary electron detector (SED) (Everhart et 
al., 1959; Everhart and Thornley, 1960). The 
,SED co 11 ects predominantly those e 1 ectrons with 
energies varying from Oto 50 eV which are con-
ventionally named secondary electrons (SE). As 
the conventional theory postulates (Oatley et 
al., 1965; Drescher et al., 1970; Reimer, 1979; 
Peters, 1982b; Hasselbach et al., 1983; Pawley, 
1984), SE are produced at least by four 
mechanisms: 
Type I: interaction of the primary electron beam 
(PE) with the specimen surface near the point 
of entry; 
Type II: interaction of high energy backscatte-
red electrons (BSE) generated below the surface, 
as they re-emerge through the surface at some 
distance from the entry point; 
Type III: interaction between these same BSE 
and the walls of the specimen chamber, mainly 
the lower surface of the final lens pole piece; 
Type IV: interaction between the PE and the 
microscope apertures. 
Of these mechanisms, only the first is expected 
to give high resolution surface information re-
lated to the impact point of the beam against 
the specimen surface because of the very short 
range of these SE (Pawley, 1984; Joy, 1985). 
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The other two types of interaction (SE-II, 
SE-III) contribute to give subsurface delocali-
zed information as these SE are produced by BSE 
coming from some microns below the specimen sur-
face. The SE-IV gives a limited contribution to 
the final SE image (2-10% of the total SE signal, 
Joy, 1984). This unwanted contribution reduces 
the signal contrast and can be minimized by 
placing the final aperture before the probe 
forming lens (Peters, 1982b; Peters, 1983). 
The final SE image (SEI) is formed by a 
combination of all the detected SE and of those 
BSE which are emitted towards the SED (Reimer 
et al., 1968; Drescher et al., 1970; Peters, 
1982b; Volbert, 1982). This BSE signal, as a 
result of high angle elastic scattering events, 
is composed of BSE which re-emerge from both 
the PE entry (BSE-I) and at some distance from 
it (BSE-II) (Drescher et al., 1970; Niedrig, 
1978; Peters, 1982b). As a consequence of the 
conventional theory, both surface topographical 
and compositional subsurface contrasts, obtained 
from a specimen conventionally processed for SEM 
(dehydrated and covered with a thin layer of 
conductive elements), are widely BSE dependent. 
In the last few years, some authors have 
begun to study paraffin and plastic embedded 
sections by means of BSE detectors for correla-
ting optical and ultrastructural observations 
(DeNee et al., 1977; Kushida et al., 1977; 
Dichiara et al .,1980; Ogura and Hasegawa, 1980; 
Ogura and Laudate, 1980; Hartman and Nakane, 
1981). The advantage of using specimens with 
minimal surface morphology is to collect mainly 
the compositional component of the signal detec-
ted by the BSE detector. In this way it is pos-
sible to obtain some information related to high 
Z areas of specifically stained sections 
(compositional BSE). 
In our previous papers (Pasquinelli et al., 
1985; Scala et al., 1985) we tested the conven-
tional SED on thin and semithin plastic embedded 
biological sections. Some variables affecting 
the final SEI were considered. In particular, 
the signal collected by the SED was influenced 
by: instrumental parameters (design of the 
specimen chamber and collection geometries of 
the SED) which are usually not under the opera-
tor's control; operating conditions, such as 
beam spot size, PE voltage, working distance and 
tilt of the specimen stub with respect to the 
SED location, which can be modified; specimen 
processing conditions and, in particular, the 
thickness and the atomic composition (Z) of the 
sections examined. 
As for the instrumental parameters, the data 
obtained by using two different collection geo-
metries of SED (bottom SED, top SED) were extre-
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mely interesting. The images obtained in SE 
and BSE mode by bottom SED are, in fact, simi-
lar, whereas the same images by top SED were 
fully diversified. The operating conditions 
seemed to be more or less critical: beam spot 
size, working distance and tilt influence 
mainly the final image resolution and the yield 
of the signal collected; PE voltage allows the 
diversification of surface and subsyrface 
information. 
The thickness and the atomic composition of 
the section (mean Z constitution, presence of 
surface high Z particles, etc ) contribute to 
characterize the information depth within the 
specimen. 
From our results, it seems clear that a 
further characterization of the effects of dif-
ferent PE voltages on sections varying in thick-
~ess, was necessary to evaluate the possibility 
of obtaining information from different layers 
of the same specimen. For this reason, thin 
and semithin sections of plastic embedded ma-
terial, conventionally stained (uranyl acetate 
and lead citrate) and/or subjected to cytoche-
mical and immunocytochemical procedures, were 
studied by a bottom SED in a SEM (PE ranging 
from 0.6 to 30 kV) and by a top SED in a STEM 
(PE ranging from 20 to 100 kV). 
Materials and Methods 
Thin and semithin sections of human material 
were conventionally stained (uranyl acetate and 
lead citrate) and/or subjected to cytochemical 
and immunocytochemical procedures thus permit-
ting a correlation between SE, TE and BSE 
images (SEI, TEI and BEI). 
Carotid 
Small fragments were fixed in 2.5% gluta-
raldehyde in cacodylate buffer, pH 7.2-7.4 with 
3 mg/ml tannic acid for two hours (Cotta-Pereira 
et al., 1976), washed in cacodylate buffer 0.1 M 
and postfixed in 1% osmium tetroxide in Veronal 
acetate buffer. The fragments were dehydrated 
by means of a graded acetone series and embed-
ded in Araldite. Thin (80 nm) and semithin 
section (0.5-l µm), cut with LKB Ultrotome IV, 
were counterstained with uranyl acetate and 
lead citrate. 
Myocardium 
Myocardium slices were fixed in 2% glutaral-
dehyde-2% paraformaldehyde in Sorensen's pho-
sphate buffer, dehydrated through an ethanol 
series, cleared in propylene oxide and embedded 
in Araldite. The protein A-gold immunocytochemi-
cal technique (Roth et al., 1978) was applied 
on thin sections for the detection of actin. The 
sections were stained with uranyl acetate and 
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lead citrate. 
Small intestine 
Samples were fixed in periodate-lysine-para-
formaldehyde (McLean and Nakane, 1974), dehydra-
ted and embedded as above. The protein A-gold 
immunocytochemical technique (Roth et al., 1978) 
was applied on semithin sections for the detec-
tion of actin. Labelling was enhanced by a 
silver precipitation reaction in some specimens 
(Danscher and Norgaard, 1983). 
Kidney 
Kidney slices were fixed in 2.5% glutaral-
dehyde in Sorensen's phosphate buffer, postfi-
xed in 1% osmium tetroxide in Veronal acetate 
buffer, dehydrated and embedded as above. Thin 
and semi thin sections were stained with uranyl 
acetate and lead citrate. 
The preparation of sections was carried out 
as follows: thin sections (80 nm) were collected 
on nickel grids and covered with 20 nm of evapo-
rated pure carbon and observed by SEO and TE 
detector (TED); semithin sections (0.5-l µm) 
were mounted as above or on glass slides, suc-
cessively cut into small pieces (lxl cm), glued 
on stubs and covered, under vacuum, with 20 nm 
of carbon for examination in SE and BSE mode. 
Instruments and operating parameters. 
Specimens of different thicknesses (ST) were 
observed by SEM (Philips 515) fitted with a LaB6 
cathode, in different conditions. Primary elec-
tron voltages (PE): ranging from 0.6 to 30 kV; 
beam spot size (S): 20 nm; specimen stage tilt 
(Tilt): 15°; working distance: eucentric high 
(EH, 12 mm) position. 
In addition, some specimens were observed by 
a Philips 400T (TEM) fitted with a scanning attach-
ment, operating at PE from 20 to 100 kV; S from 
5 to 20 nm; tilt of 15°. 
The same contrast and the same printing con-
ditions were used in all micrographs obtained (TEI, 
SEI and BEI). In some images the negative polarity 
mode (indicated by(-)) was used in order to ob-
tain the best correlation between TEI, SEI and BEI. 
Results 
Bottom SEO examination 
Thin sections. Images by SEO of thin sec-
tions (ST 80 nm) provide si@ilar information as 
those obtained by TEM. Fig. la is an SEI(-) from 
a human carotid artery conventionally stained. 
Some smooth muscle cells, embedded in an extra-
cellular matrix, are clearly recognized. Fig. lb 
shows a smooth muscle cell in detail. Focal den-
sities (FD) of actin as well as the external 
lamina (EL) are well imaged. The circle shows 
some collagen fibrils in the matrix. 
989 
Fig. 2 refers to a human myocardium section, 
conventionally stained and subjected to an i mmuno-
go l d procedure in order to visualize actin. 
Well correlated 4 kV SEI(-) (Fig. 2a) and 15 kV 
SEI(-) (Fig. 2b) were obtained thus providing a 
better evaluation of the surface reaction. The 
15 kV SEI(-) shows the more defined distribution 
of gold particles (GP). 
Fig. l. Section collected on grid of a human 
carotid artery. Uranyl acetate and lead citrate 
stains. FD: focal densities; EL: external lamina; 
circle: collagen fibrils. 
ST 80 nm. PE 5 kV. S 20 nm. 
Fig. 2. Section collected on grid of a human 
myocardium, conventionally stained and subjected 
to an immuno-gold procedure in order to visuali-
ze actin. GP: gold particles. 
ST 80 nm. PE (a) 4 kV; (b) 15 kV. S 20 nm. 
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Semithin sections. Examination by SED of 
semithin sections (ST 0.5-l µm) provides comple-
mentary images in contrast with those obtained 
in BSE mode. Moreover, information related to 
different layers of the section can be imaged, 
by varying the PE voltages. 
Figs. 3 and 4 refer to a section of human 
carotid artery, collected on glass and presen-
ting a whole thickness staining (tannic acid and 
osmium tetroxide impregnation) associated to a 
conventional one. At 15 kV, the SEI(-) (Fig. 3a) 
provides infonnation on the internal high Z 
structures of the samples. Subsurface informa-
tion is predominant because of generated BSE in 
the depth of the specimen. Note the elastic 
fiber arrangement (EF) and the nuclear morpholo-
gy (N) of a smooth muscle cell. 
By reducing the beam voltage (PE 2 kV), surface 
details are imaged (see the knife marks, arrows, 
Fig. 3b). This effect most likely depends on the 
fact that there is an increase in SE emission, 
at low PE values. Moreover, for low PE, the area 
of the section, from which SE-II are emitted is 
small. By comparing Figs. 3a and 3b, it can be 
seen that subsurface structures (EF, N) are 
better defined in Fig. 3b. In fact, a low PE 
improves the contrast of the section by cancel-
ling the unwanted BSE generated at the glass sub-
strate (background signal). SEI(-) taken at l kV 
(Fig. 4a) and 0.6 kV (Fig. 4b) show a clear de-
crease in the signal to noise ratio due to the 
low incident beam current. Contrast from inter-
nal high Z areas is weak in Fig. 4a and absent 
in Fig. 4b. Surface defects are also not clearly 
imaged. 
Figs. 5 and 6 are from a small intestine 
section collected on grid, subjected to an immu-
nocytochemical surface reaction with high Zele-
ments (Ag, Au) and conventionally stained. 
At 15 kV, the SEI(-) (Fig. 5a) shows information 
from both the internal high Z areas (nuclear 
morphology, N) and the surface high Z reaction 
(surface reaction, SR). At the same time, the 
grid bar (GB), located l µm below the surface 
section, is still imaged. 
For 10 kV (Fig. 5b), a better resolved SEI(-) is 
obtained. Single gold particles are seen; the 
nuclei are well defined. Moreover, the contrast 
from the grid bar is totally absent because of 
the strong dependence of signal depth on the 
beam voltage. 
At 2 kV, the SEI(-) (Fig. 6a) allows to discri-
minate the surface contrast from the subsurface 
one. Note the absence of nuclear details. After 
a further reduction of PE (0.6 kV), SEI(-) 
(Fig. 6b) shows a low signal to noise ratio, even 
though a topographic contrast is visualized. 
Microfolds are well imaged where the section 
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adheres to the grid bar (arrows). 
Since a "true" topographic contrast increases 
with metal coating (Peters, 1979), a thin film 
of gold (20 nm) was deposited onto the small 
intestine section. At 2 kV (Fig.?), microfolds 
(arrows) are more pronounced and edge contrast 
becomes apparent.Compare to Fig. 6a. 
Top SED examination 
Thin sections. Samples, similar to those 
previously viewed at SEM, were observed by a 
top SEO in STEM. 
Fig. 8 refers to a human kidney section conven-
tionally stained and presenting on its surface 
randomly distributed gold particles (20 nm and 
40 nm mean diameters). Fig. Sa is a bright field 
TEI taken at 80 kV, with a 5 nm beam spot size. 
TEI does not permit to discriminate internal 
high Z structures (i.e. nucleolus, NU) from sur-
face high Z particles (i.e. gold particles, GP). 
Fig. Sb shows the same area in SE(+) mode. In 
this image, only the gold particles are visuali-
zed. Internal features lack in contrast. By com-
paring Fig. Sa to Fig. 8b, it can be seen that 
gold particles in SE! are larger than those 
imaged in TEI. 
Fig. 3. Section collected on glass of a human 
carotid artery. Tannie acid-osmium tetroxide, 
uranyl acetate and lead citrate stains. EF: ela-
stic fibers; N: nuclear morphology; arrows: knife 
marks. ST l µm. PE (a) 15 kV; (b) 2 kV; S 20 nm. 
Fig. 4. The same field as seen in Fig. 3. EF: 
elastic fibers; N: nuclear morphology; arrows: 
knife marks. 
ST l µm. PE (a) l kV; (b) 0.6 kV. S 20 nm. 
Fig. 5. Section collected on grid of a human 
small intestine, conventionally stained and sub-
jected to an immunocytochemical surface reaction 
with high Z elements (Ag, Au). N: nuclear morpho-
logy; SR: surface reaction; GB: grid bar. 
ST l µm. PE (a) 15 kV; (b) 10 kV. S 20 nm. 
Fig. 6. The same field as seen in Fig. 5. N: nu-
clear morphology; SR: surface reaction; arrows: 
microfolds. ST lµm. PE(a) 2kV; (b)0.6kV.S 20 nm. 
Fig. 7. The same section as seen in Figs. 5 and 
6, but coated with a 20 nm of gold. SR: surface 
reaction; arrows: microfolds. 
ST l µm. PE 2 kV. S 20 nm. 
Fig. 8. Section collected on grid of a human 
kidney, conventionally stained and presenting on 
its surface randomly distributed gold particles. 
Nu: nucleolus; GP: gold particles. 
ST 80 nm. PE 100 kV. S (a) 5 nm; (b) 20 nm. 
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This depends on differences in the beam spot si-
ze while taking the two images (TEI, S 5 nm; 
SEI, S 20 nm). Moreover, since the nature of SEI 
changes with the size of the object (George and 
Robinson, 1976; Peters 1982a), for 20-40 nm gold 
particles backscattering may be large enough to 
give a substantial SE-II contribution to the fi-
nal SE image. Therefore SEI resolution will be 
lowered. 
Fig. 9 is the same human myocardium section 
examined at SEM (see Figs. 2a and 2b). TEI (Fig. 
9a) shows some distinct sarcomeres (S). A homoge-
neous labelling (GP) is present on the bundles of 
actin filaments. However, SEI(+) (Fig. 9b) is ne-
cessary for better assessment of the surface 
reaction. The arrows show some edge effects re-
lated to etching defects of the section. 
Semithin sections. In order to study how 
the specific components (SE-I, SE-II) of the si-
gnal collected by top SED affect SE resolution, a 
particular sample has been prepared. A kidney se-
mithin section was collected on grid. Numerous 
gold particles (20 nm and 40 nm ranging in size) 
were randomly distributed on one side of the sec-
tion (side A); the other one (side B) was conven-
tionally stained with uranyl acetate and lead 
citrate. 
Fig. 10 refers to the sample with side A 
towards the SED. In TE mode (Fig. 10a), internal 
features (i.e. foot processes, FP) and surface 
particles (gold particles, GP) were detected at 
the same time. Fig. 10b is an SEI(+) taken at 
the same beam voltage (100 kV) as TEI. High Z 
particles (GP), located at the top of the speci-
men, are viewed with good resolution, even though 
a weak internal contrast (FP) is still imaged. 
SEI(+) of the same field but at lower PE voltage 
(40 kV, Fig. 10c) shows only the surface gold 
particles. Resolution seems to be reduced. Verti-
cal striations are instrument faults. The same 
sample was turned and observed with side B 
towards SED. As the internal morphology (M) and 
the gold particles (GP) are still imaged, TEI 
(Fig. lla) supplies information similar to that 
obtained in Fig. 10a. Only gold particles are 
seen with poor resolution in SE(+) mode (Fig. 
llb). This time, the SEI comes only from the 
SE-II component. BSE, originated from interaction 
between PE and gold particles, which are located 
below the section, are spread by multiple scatte-
ring within the specimen. Since they re-emerge at 
some distance from the PE entry point, the resul-
ting SE-II provide delocalized information rela-
ted to the high Z gold particles. The internal 
details (M) are not resolved due to an increase 
in the unwanted background. 
The next example shows how the variation of 
PE may affect the information depth in STEM. We 
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Fig. 9. Section collected on grid of a human 
myocardium, conventionally stained and subjected 
to an immuno-gold procedure in order to visuali-
ze actin. S: sarcomeres; GP: gold particles; 
arrows: etching defects. 
ST 80 nm. PE 100 kV. S (a) 5 nm; (b) 20 nm. 
Fig. 10. Section collected on grid of a human 
kidney, conventionally stained and presenting 
on this surface gold particles (20 and 40 nm 
ranging in size). Side A towards the SED. FP: 
foot processes; GP: gold particles. 
ST 0.5 µm. PE (a) 100 kV; (b) lOOkV; (c) 40 kV. 
S (a) 5 nm; ( b) 20 nm; ( c) 20 nm. 
Fig. 11. The same section as seen in Fig. 10. 
Side B towards the SED. M: internal morphology. 
GP: gold particles. 
ST 0.5 µm. PE 100 kV. S (a) 5 nm; (b) 20 nm. 
Fig. 12. Section collected on grid of a human 
carotid artery. Tannie acid-osmium tetroxide 
uranyl acetate and lead citrate stains. EF: ;la-
stic fibers; asterisk: low contrasted fibers. 
ST 1 µm. PE 80 kV. S 20 nm. 
Fig. 13. The same field as seen in Fig. 12. EF: 
elastic fibers; asterisk: low contrasted fibers; 
arrows: cucting defects. 
ST 1 µm. PE (a) 80 kV; (b) 60 kV. S 20 nm. 
Fig. 14. The same field as seen in Figs. 12 and 
13. EF: elastic fibers; asterisk: low contrasted 
fibers; arrows: cutting defects. 
ST 1 µm. PE (a) 40 kV; (b) 20 kV. S 20 nm. 
observed the same semithin section of human ca-
rotid artery previously seen at SEM by the bot-
tom SED (see Figs. 3 and 4). The same field was 
observed in TE (Fig. 12a), BSE(-) (Fig. 12b) and 
SE(-) (Fig. 13a) modes keeping constant the PE 
voltage (80 kV). TEI shows different elastic fi-
bers, most likely located at different planes of 
the section. Some fibers present similar contrast 
(EF1, EF2), whereas others are imaged with a lo-
wer one (asterisk). The same type of information 
was obtained in BEI(-), even though the signal 
emitted from low contrasted areas is poor. Sub-
stantial differences in signal strength between 
EF1 and EF2 were only seen in SEI(-). 
Contrast from the central part of EF1 is low and 
this may depend on its subsurface localization. 
EF2, instead, present a homogeneous contrast in 
all the images examined. The arrangement of EF2 
is most likely next to the surface plane of the 
section. The low contrasted areas, viewed in TEI 
and BEI(-), are not imaged because of their dee-
per location. Moreover, some surface details, re-
lated to cutting defects, are viewed in SEI(-) 
(Fig. 13a, arrows). 
Beam voltage effects in SE mode 
TE I 0. 5 µm SE I ~ 
TEI 5 µm BEi ( - ) µm 
SE I ( - ) 5 µm SE I ( - ) 5 /.JITT SE! ( - ) 5 µm SE I ( - ) µm 
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Figs.l3b, 14a and 14b are SEI(-) imaged at 
different PE voltages (60, 40, 20 kV). By redu-
cing the PE, the signal to noise ratio readily 
decreases thus making resolution poor. Contrast 
differences between EF1 and EF2 are attenuated 
and low contrasted areas are present again. 
Monte Carlo simulation 
Since Monte Carlo computation can be adapted 
to simulate any experimental situation of inte-
rest, we used this approach to study the way 
in which the physical properties of the metal 
coating affect the characterization of the in-
fonTiation depth in the SE and BSE modes. Table l 
shows the results computed by the Monte Carlo 
program for high and low PE voltages in thin 
films (20 nm) of Au and C. 
From this computation one can observe that in-
fonnation from different layers of the samples 
can be expected at different PE values. If metal 
films are deposited onto a biological specimen, 
both the film and the specimen can participate 
in the signal generation. For low PE (0.6 kV), 
our data show that the incident electrons do not 
pass through these metal layers. Thus, contrasts 
are generated by the metal films. As the beam 
voltage is changed from 30 to 80 kV, there is a 
progressive increase both in the TE generation 
and in the BSE emission. Moreover, BSE emission 
is strictly related to the specific metal atomic 
number (C, Z=6; Au, Z=79). Contrast can be now 
imaged from 20 nm below the surface of such 
metal films. 
Conclusions 
During the last few years, some authors have 
begun to use the SEM on sectioned biological ma-
terial to correlate optical and ultrastructural 
infonTiation. Among the variety of electron indu-
ced signals which are produced in the SEM, the 
BSE signal attracted the attention of numerous 
authors for its strong dependence on specimen 
mean atomic number Z (Niedrig, 1978). For smooth 
specimens, such as sections, BSE provide images 
in which contrast is mainly proportional to the 
average Z of the sample (material contrast) but 
slightly related to topographic details (topogra-
phic contrast) (Reimer, 1976). Since examination 
of sectioned material has, so far, proven to be 
one of the most worthwhile biological applications 
of BSE, different methods of processing and stai-
ning material were tested with good results: se-
mithin (0.5-l µm), thick (more than l µm) sections 
of paraffin, plastic embedded material stained 
with heavy metal dyes (DeNee et al., 1977; Kushi-
da et al., 1977; Dichiara et al., 1980; Ogura and 
Hasegawa, 1980; Ogura and Laudate, 1980; Hartman 
and Nakane, 1981). 
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TABLE 1. 
MOIITE CARLO THIN FILM 
Thickness 20 nm 
CARBON GOLO 
E 1 ec trons 2007 Electrons 2008 
SSE VOLTAGE: 0. 6 kV BSE 1 
TE TE 0 
Electrons 786 Electrons 301 
SSE 0 VOLTAGE: 30 kV BSE 22 
TE 786 TE 279 
Electrons 2014 Electrons 2003 
BSE 0 VOLTAGE: 80 kV SSE 12 
TE 2014 TE 1991 
Well contrasted and resolved BSE images were 
obtained thus pennitting a close correlation 
between light microscopy and scanning electron 
microscopy images. 
The SE signal, instead, has been extensive-
ly used for imaging the surface topography of 
conventional processed bulky specimens. In fact, 
three-dimensional fine structures of surfaces of 
biological specimens are easily visualized with 
SEM in SE mode (Pfefferkorn, 1975). The conven-
tional bottom SEO collects SE from various sour-
ces as well as BSE: SE produced both by the PE 
(SE-I) and by exiting BSE (SE-II, SE-III); BSE 
emitted towards the SEO itself. Therefore, the 
total SE signal detected by SEO is strongly BSE 
dependent (Reimer et al., 1968; Drescher et al., 
1970; Peters, 1982b; Volbert, 1982; Hasselbach, 
et al., 1983). 
We studied, by SEO, thin and semithin sec-
tions of embedded biological material stained 
with cytochemical and immunocytochemical proce-
dures (Pasquinelli et al., 1985; Scala et al., 
1985). In this way, it was possible to detect 
by SEO those electrons which re-emerge from the 
surface of a relatively thin specimen with little 
surface morphology. The resulting SE images were 
similar to those produced by the conventional 
transmission electron microscope,though general-
ly with much poorer resolution. For such smooth 
specimens, the material contrast (BSE, SE-II, 
SE-III) was so large that SEI could be readily 
interpreted. However, a limited topographic con-
tribution (SE-I, SE-II) was also evidenced be-
cause we were able to visualize some surface 
defects of the sections (i.e. knife marks). 
Furthermore, we considered some instrumental and 
Beam voltage effects in SE mode 
operating parameters affecting the final image 
produced by SED. Specimen resolution is mainly 
determined by the beam spot size; short working 
distances increase the resolution by reducing 
the spherical aberration of the final lens and 
the external magnetic field influence; tilting 
of the specimen affects the final SEI by chan-
ging the area excited and also by altering the 
zone of SE emission. 
In this paper, different SE images were ob-
tained from the same sample, by varying the PE 
voltages. Since specimen penetration of low vol-
tage primary electrons is quite small, the sur-
face contrast is imaged at low PE, whereas the 
subsurface one predominates at high PE. 
As discussed specifically by Pawley (1984) and 
Joy (1985), topographical information can be ob-
tained by somehow separating the more localized 
SEI-1 signal from the much larger SE-II and 
SE-III contribution, which is BSE dependent. 
This condition can be achieved on some biologi-
cal specimens by coating the surface with ultra-
thin (3-5 nm) metal films as suggested by Peters 
(1982b, 1983). His results, using a field emis-
sion SEM operated at high PE (30 kV), show a 
clear improvement of the topographical contrast 
over normal conditions. 
Another interesting approach involves reducing 
the PE (Thornley, 1960; Boyde, 1971; Catto and 
Smith, 1973; Pawley, 1984; Joy, 1985). For PE in 
the 1-5 kV range, the SE emission yield increa-
ses to unity and the electron range (R), which 
represents the SE distribution within the speci-
men, decreases. This means that the interaction 
between the PE and specimen is very localized. At 
low energies the SE-I is strictly related to the 
beam position and the SE-II has an R which is 
comparable with the SE escape range (8-10 nm): 
thus, the SE-I and SE-II contribution cannot be 
separated (Joy, 1985). As a consequence of this, 
the SE-I and SE-II signals provide information 
from the same area of the specimen corresponding 
to the SE escape depth. The resulting SEI should 
present a significantly greater topographical 
contrast. 
Fig. 5a is an SEI(-) taken at 15 kV. In this 
case, a material contrast is predominant (SE-II, 
SE-III). Note how these electrons are carrying 
information from a very deep volume of the sec-
tion (grid bar). An SE-I contribution is not 
imaged. 
At 10 kV (Fig. 5b) the grid bar disappears but 
the main contrast mechanism is still a material 
one. 
In Fig. 6b (0.6 kV) a topographical contrast be-
comes apparent. Microfolds, which were not pre-
viously seen, are now well resolved. An accepta-
ble signal to noise ratio is achieved, due to 
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Fig. 15. Schematic view of bottom SED arrange-
ment (conventional SEM). SE and BS[ are both col-
lected by SED. 
Fig. 16. Top SED location (STEM). The BSE con-
tribution is minimized. 
the use of the LaB6 cathode. This cathode impro-
ves, in fact, the thermoionic gun brightness at 
low PE (Pawley, 1984). After coating with a thin 
metal layer, the same microfolds are evidenced 
with a greater contrast at 2 kV (Fig. 7). 
As for the material contrast, it is possible to 
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isolate SE images produced at different planes 
of the section as the PE penetration is changed. 
Using different SE images, one should be able to 
reconstruct a three-dimensional view of the 
section examined with an appropriate image ana-
lyzer. Moreover, SED is very effective in the 
examination of sections presenting surface immu-
nocytochemical reactions with high Z elements. 
Gold particles are well visualized thus display-
ing antigens and receptors on sectioned tissue. 
Morphological features can also be imaged at the 
same time. Double labelling could be evidenced 
at different PE voltages, by using both high Z 
(i.e. colloidal gold ) and particulate low Z 
(i.e. synthetic macromolecular particles) mar-
kers (see Molday and Maher, 1980 for an excel-
lent review). 
The signal contribution of metal coating to 
the final SEI should be now considered. Embed-
ding media are insulators. This means that the 
epoxy resins are not, naturally, good conduc-
tors of electricity and heat. SEM examination 
is hindered by "charging" and "beam damage" 
effects. Coating specimens with a thin layer of 
a conductive material allows to overcome these 
problems. An additional advantage of metal coa-
ting is the improvement in the strength of the 
SE signal emitted from the specimen surface 
(Echlin, 1978). However, coating techniques are 
not yet optimal, i.e. "semi thin" metal coatings 
can obscure surface details (Peters, 1979). 
Therefore, a Monte Carlo simulation for diffe-
rent PE voltages (0.6, 30, 80 kV) in thin 
(20 nm) films of Au and C was performed (Table 
l). As for very low PE (0.6 kV), these films 
show similar properties. The incident electrons 
do not pass through the metal layer but remain 
close to the area of the entry point. Thus, a 
localized SE emission can be produced. 
For high PE (30 kV), the Monte Carlo computa-
tion shows the typical progressive increase in 
BSE emission with increase in the metal atomic 
number. 
A large SE-II, SE-III contribution is expected 
from such gold coating. Carbon, instead, gives 
a minimal BSE contribution, as the incident PE, 
passing through the layer, suffers mainly low 
angle inelastic scattering events. Thus, a thin 
layer of carbon seems to be the better compromi-
se to analyze the information depth of our 
material . 
At the highest energy (80 kV), there are no si-
gnificant differences. In this case, the SE-II 
contribution can be eliminated by using ultra-
thin metal coatings as those proposed by Peters 
(1979, 1982b). 
Finally, the collection geometries of SED 
may greatly affect the quality of the SE!. In a 
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conventional SEM, the signal collected by the 
bottom SED (Fig. 15) is partially BSE dependent 
whereas in STEM, as a consequence of the parti cu-
l ar position of the SED (top detector, Fig. 16), 
located within the objective lens, the signal 
collected is formed mainly by SE-I and SE-II 
(Buchanan, 1983; Kawamoto et al., 1984; Pawley, 
1984). By varying the PE in the 20-100 kV range, 
the SE images were better resolved at the highest 
PE ( compare Fig. 13 to Fig. 14), even though the 
information remains the same. The degradation of 
the resolution of small surface details (see ar-
rows) with decreasing energy seems attributable 
both to the spreading of the PE as it passes 
through the sample and to an increase in chroma-
tic error. 
In conclusion, as regards the PE variation, 
the bottom SED shows a greater versatility in 
the examination of embedded biological material. 
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Discussion with Reviewers 
K.-R. Peters: Which scattering models were used 
to calculate or estimate the increase of SE-I 
emission at 0.6 kV? 
Authors: We used the model by Joy on Monte Car-
lo calculations of electron scattering in solid 
samples at different voltages (Joy, 1985). 
K.-R. Peters: What ratio of SE-I and SE-II is 
expected at low kV of 0.6 kV? 
Authors: Even though several computations have 
been proposed to calculate the yield of seconda-
ries, the measurement of SE-I/SE-II ratio is 
still complex, especially at very low PE. 
However, Joy has shown a 3/l ratio (SE-I/SE-II) 
on a bulk sample of carbon (paper reviewed in 
text, Joy, 1985). 
K.-R. Peters: There are different definitions 
used for SE types. How large (in nm2) is the 
exit surface area of SE electrons you designate 
as SE-I? 
Authors: The SE-I are those SE which are direc-
tly generated by the incident electrons. The SE-I 
exitation volume is strictly located close to the 
beam axis and extends a few nm from the surface 
into the sample. This means that the SE-I signal 
is a function of the beam position and provides 
localized information about the specimen surface. 
Since the surface distribution of SE-I is slight-
ly affected by the beam voltage, their exit area 
can be estimated only a few nm in diameter. 
K.-R. Peters: Which SE signal type -- as you 
define it -- dominates contrasts of surface 
images obtained from 20 nm thick Au coatings? 
Authors: The type II signal (SE-II). 
K.-R. Peters: Topographic contrasts produced at 
low accelerating voltage before (Fig. 6) and 
after Au application (Fig. 7) are similar. Would 
this imply that the signal types, generating 
these contrasts, remain uneffected? 
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Authors: The total secondary yield 8 total can 
be written as-c total =0SE-I. (l + JO'rl,)-where 
TL is the backscattering coeffic1ent for the 
material and~ is the factor of secondary pro-
duction from BSE. As the beam voltage is reduced 
in the range 3-1 kV, the secondary yield rises 
rapidly in al l materials , wh i le 'Tl and Ji both 
remain essentially constant with beam energy. 
Moreover, the computed electron range (R) shows 
a rapid fall as a function of beam energy 
(R = K V0 l ,5) (Pawley, 1984; Joy, 1985). 
As a consequence of this, the SE-I and SE-II 
signals can be considered indistinguishable at 
very low PE. Thus, SE-I and SE-II provide infor-
mation about the same region of the specimen 
when R is comparable with the SE escape depth. 
The resulting images will be better contrasted. 
In our case (Figs. 6 and 7), microfolds were 
evidenced before and after Au deposition, but 
Fig. 7 (Au coating) shows a greater contrast. We 
think that both the two images are due to the 
mechanisms discussed above (the topographic fea-
tures are resolved in both the SE-I and the 
SE-II components). 
However, as the backscattering coefficient 
varies monotonically with the atomic number of 
the target, a greater contrast (due to the in-
crease in the type II component) is expected 
from a Au coated specimen. 
J.B. Pawley: You have treated contrast of va-
rious types as a function of PE. Can you comment 
on resolution as a function of depth below the 
surface at the higher voltage? 
Authors: At high energy, SEO examination of 
biological sections provides images which are 
mainly BSE dependent. The BSE penetrate to a 
significant extent into the specimen before being 
scattered back to the surface. This property 
can be used in biological observation of sec-
tions where a specific high Z stain is used to 
decorate structures of interest. The possibility 
of obtaining subsurface information depends on 
the fact that the BSE coefficient rt is strict-
ly related to the Z of the target. Moreover, a 
sufficient energy must be used to hit the target 
itself. The spatial resolution of our images 
(semithin sections) is determined by the area 
over which the type II signal (BSE-II, SE-II) e-
merge from the surface. The diameter of BSE exit 
area is about l/3 of R. The electron range is due 
to both the atomic number of the target and the 
beam energy. Computed data have demonstrated that 
R rises as the beam voltage is increased. An 
inverse correlation exists between Rand Z. Thus, 
subsurface resolution (type II signals) is ex-
pected to be poor at high energy. 
